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This article reports on the design and characterization of a high-overtone bulk acoustic wave resonator 
(HBAR)-oscillator-based 4.596 GHz frequency source. A 2.298 GHz signal, generated by an oscillator con¬ 
structed around a thermally-controlled two-port AlN-sapphire HEAR resonator with a Q-factor of 24000 at 
68°G, is frequency multiplied by 2 to 4.596 GHz, half of the Gs atom clock frequency. The temperature coef¬ 
ficient of frequency (TCF) of the HEAR is measured to be —23 ppm/°C at 2.298 GHz. The measured phase 
noise of the 4.596 GHz source is —105 dBrad^/Hz at 1 kHz offset and —150 dBrad^/Hz at 100 kHz offset. The 
4.596 GHz output signal is used as a local oscillator (LO) in a laboratory-prototype Cs microcell-based coher¬ 
ent population trapping (CPT) atomic clock. The signal is stabilized onto the atomic transition frequency by 
tuning finely a voltage-controlled phase shifter (VCPS) implemented in the 2.298 GHz HBAR-oscillator loop, 
preventing the need for a high-power-consuming direct digital synthesis (DDS). The short-term fractional 
frequency stability of the free-running oscillator is 1.8 x 10“® at one second integration time. In locked 
regime, the latter is improved in a preliminary proof-of-concept experiment at the level of 6.6 x 10“^^ 
up to a few seconds and found to be limited by the signal-to-noise ratio of the detected CPT resonance. 

PACS numbers: 06.30.Ft, 32.70.Jz, 32.70.Jz 


I. INTRODUCTION 

Over the last decade, outstanding progress in mi¬ 
croelectromechanical systems (MEMS) technologies and 
semi-conductor lasers, combined to coherent population 
trapping (CPT) physicsii^, has allowed the development 
of high-performance miniature atomic clocks (MAC) that 
combine a volume of about 15 cm^, a total power con¬ 
sumption lower than 150 mW and a fractional frequency 
stability lower than 10“^^ at 1 hour and 1 day integration 
time^^— . Such frequency references, now commercially- 
available^, can provide the base for a number of mo¬ 
bile and embedded applications including network syn¬ 
chronization, new-generation mobile telecommunication 
systems, satellite-based navigation systems on-earth re¬ 
ceivers, secure banking data transfer or military and 
avionic systems. In a Cs atom-based MAC, a 4.596 GHz 
local oscillator (LO), ultimately frequency-stabilized onto 
the atomic clock transition frequency, is required to drive 
a vertical-cavity-surface-emitting laser (VCSEL). 

This local oscillator needs to satisfy numerous strin¬ 
gent requirements. It must be integrated onto a reduced 
surface footprint (< 1 cm^), consume a negligible maxi¬ 
mum power of about 50 mW for battery-powered appli¬ 
cations, deliver an output microwave power tunable be¬ 
tween —6 and a few dEntii^ to drive the VCSEL laser and 
be compatible with low-cost mass production. The LO 
output frequency must be tunable with a high resolution 
so that the relative frequency error remains significantly 
smaller than the targeted clock stability. In general, a fre¬ 
quency resolution at the mHz level is desired to ensure a 
frequency stability below 10“^^. Additionally, the output 
4.596 GHz signal must be modulated in frequency with 
a rate and a depth of about 1 kHz in order to be used in 


a lock-in amplifier conhguration. Moreover, phase noise 
is critical because the short term frequency stability of 
a passive atomic frequency standard can be degraded by 
the LO phase noise through an intermodulation effect^d^. 
The fractional frequency stability limitation (t) of 
the atomic clock due to this aliasing effect can be approx¬ 
imated by: 

’^VLoir = 1 s) Sip{2fm) (1) 

where Sy,{2fm) is the power spectral density (PSD) of 
the LO phase fluctuations in the free-running regime at 
Eourier frequency / = 2/^ and r the averaging time. 
According to this relation, assuming a LO modulation 
frequency fm of 1 kHz and targeting < 2 x 10“^^ at 
1 s integration time, we calculate that Sy,{2fm = 2 kHz) 
must be lower than —77 dBrad^/Hz. 

The most common technological approach for the de¬ 
velopment of a LO in MAG application, using discrete 
components, consists of a frequency synthesizer using 
a LG voltage-controlled oscillator (VCO) phase-locked 
to a 10 MHz quartz oscillator through a fractional-N 
phase-locked loop (PLL). In^, a 4.596-GHz synthesizer 
was built reaching a power consumption of 40 mW and 
giving a clock short-term stability of 5 x 10“^^ 
limited by the RE synthesizer phase noise. In Refi^i, 
a 12-mW single-chip 4.596 GHz frequency synthesizer 
ASIC implemented in a 130-nm RF CMOS process was 
developed for a Cs MAC, demonstrating a clock stabil¬ 
ity of 5 X 10“^^ at 1 s, limited by the signal-to-noise 
ratio of the detected CPT signal. However, in such sys¬ 
tems, the frequency multiplication degrades the phase 
noise and can consume up to 50 % of the MAC total 
power budgelj^. In an another way, Brannon et al. devel- 
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oped for MAC applications microwave oscillators based 
on quarter-wavelength ceramic-filled coaxial resonators. 
Nevertheless, these sources exhibited modest phase noise 
performances of —62 dBrad^/Hz and —94 dBrad^/Hz at 
1 kHz and 10 kHz from the carrier respectivelj*i. 


A promising alternative solution for MAC applica¬ 
tions is the development of microwave MEMS oscillators 
based on bulk acoustic wave resonators (BAW). These 
resonators exhibit an extremely small size and power 
consumption, very high Qxf products up to 10^^— and 
high-potential for wafer-level fabrication. In this domain. 
High-overtone Bulk Acoustic Resonators (HBAR) have 
emerged as a valuable tradeoff between thin-film bulk 
acoustic resonators (FBAR) - reaching the microwave 
frequency range but requiring a thin and fragile mem¬ 
brane to be fabricated - and Surface Acoustic Wave 
(SAW) resonators that benefit from a mature technol¬ 
ogy level, advanced design tools, simpler manufacturing 
steps compared to thin-film-based devices but whose op¬ 
erating frequency is limited by lithography resolution. 
Numerous HBAR-based oscillators have been developed 
(see for example^^^— ). However, because of the difficulty 
to tune the LO frequency to the exact atomic transition 
frequency, we found a unique example in the literature 
of a HBAR-based oscillator frequency-locked to a CPT 
resonance. In 2009, Yu et al. demonstrated a HBAR- 
based 3.6 GHz Pierce oscillator with a phase noise of 
—77 dBrad^/Hz at 1 kHz Fourier frequency, a power con¬ 
sumption of 3.2 mW, a frequency stability of 1.5 x 10“® 
at 1 secondii in free-running regime and claimed to be 
improved at the level of 1 x 10“^° when locked to a cm- 
scale Rb vapor cell. Note that in this reference, the out¬ 
put signal of the HBAR oscillator was mixed with a RF 
signal from an external synthesizer, highlighting the dif¬ 
ficulty to tune the output frequency to the exact atomic 
transition frequency. Moreover, a vapor cell with cm- 
scale dimensions was used in the CPT experiment. Also, 
no figures were reported on the CPT clock experiment in 
this article. 

This article reports on an original double-port 
AIN/Sapphire 2.298 GHz HBAR-oscillator-based 
4.596 GHz frequency synthesizer used as a local oscil¬ 
lator in a Cs vapor-microcell based CPT atomic clock. 
While not fully-integrated, the system architecture pre¬ 
sented in this work is found to be well suitable for MAC 
applications with high potential for miniaturization 
and low power consumption. Dedicated design rules, 
’’juggling” with the resonator dimensions, materials, 
temperature sensitivity and multi-mode spectrum speci¬ 
ficity of HBAR, are provided for the resonator to be 
best suited to this application and to ensure the output 
frequency to be resonant with Cs atom at 4.596 GHz. 
Section El describes the resonator. Section nil describes 
the HBAR-based 2.298 GHz oscillator and 4.596 GHz 
frequency synthesizer. Section HV] details the CPT 
experiment using the HBAR-based frequency source. 


II. THE HBAR RESONATOR 


An HBAR is obtained by stacking a thin piezoelec¬ 
tric film over a low-acoustic loss substrate. The thin 
piezoelectric film generates an acoustic wave by convert¬ 
ing an incoming exciting electrical signal, while the thick 
substrate confines the acoustic energy, allowing for high 
quality factor. This coupled resonant structure yields a 
complex multimode spectrum in which a broad envelope, 
defined by the thin film resonance frequency and its over¬ 
tones, modulates the admittance real part maximum of 
a comb of modes equally spaced by a frequency splitting 
defined by the inverse of the substrate thickness. 
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FIG. 1. Schematic cross section of the 2-port laterally coupled 
HBAR. The filled rectangles (grey) indicate Ni-Au filled vias, 
while the dashed line hints at the acoustic field distribution for 
defining the region of lateral acoustic field coupling between 
the two transducers. 

Figure [T] shows the architecture of the HBAR res¬ 
onator. The approach, inspired byi^d^, is to build two 
single-port HBAR resonators close enough one another in 
order to promote acoustic coupling via evanescent waves 
by proper selection of material combinations. The bot¬ 
tom electrode is shared by the two resonators and is ac¬ 
cessed through dedicated vias connected to ground. Typ¬ 
ical losses are in the 15 to 20 dB range, with a rejection 
better than 15 dB. This double-port resonator configura¬ 
tion is of great interest to simplify the development of an 
oscillator. Unlike the negative resistance Glapp, Pierce 
or Colpitts oscillators which use the anti-resonance of 
single-port resonators, dual-port resonator oscillators al¬ 
low a rational approach of Barkhausen conditions. Ad¬ 
ditionally, the double-port configuration is less sensitive 
to parasitic electrical elements than standard oscillator 
architectures (Golpitts, Glapp or Pierce). 

Five degrees of freedom are available when designing 
an HBAR; piezoelectric thin film and low acoustic loss 
substrate material properties, thicknesses, and electrode 
geometry. The piezoelectric substrate is selected with a 
high coupling coefficient for each mode to be well de¬ 
fined, since each piezoelectric layer overtone spreads its 
coupling coefficient over all the modes of the comb in¬ 
cluded in each envelope. Here a thin film of aluminum ni- 
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tride (AIN) is deposited under vacuum. The low-acoustic 
loss substrate defines each mode Q-factor: the lower the 
losses, the better the quality factor. Here, sapphire is 

selected for its excellent properties in the microwave fre- 
‘20 

qiiency ranged. 

The resonance frequency fp of the piezoelectric film 
fundamental mode is hxed by the ratio Cp/tp with Cp the 
longitudinal wave velocity in the piezo electric substrate 
and tp the piezoelectric film thickness. Here, consider¬ 
ing the addition of Mo electrodes a longitudinal wave 
velocity Cp of 11270 m/s in AIN and a reached thick¬ 
ness tp of about 1 ^m, the frequency of the fundamen¬ 
tal mode is fp = Cp/tp cs 1.25 GHz. Consequently, 
the second overtone is used to reach the frequency of 
2/p ~ 2.5 GHz, close to the quarter of the Cs clock fre¬ 
quency (2.298 GHz). The choice of the substrate thick¬ 
ness, that defines the spacing between adjacent modes, 
results from several key points. On the one hand, the 
thinner the substrate, the wider the spacing and the eas¬ 
ier the oscillator design for selecting the targeted mode, 
but the more fragile the resonator. Obviously, without 
any other freedom degrees such as the resonator tem¬ 
perature, an excellent manufacturing resolution on the 
substrate thickness would be required in order to tune 
finely the resonator frequency to the exact atomic tran¬ 
sition frequency. In a miniature Cs vapor cell clock, the 
CPT resonance linewidth ranges from a few kHz to 20 
kHz. This order of magnitude determines the required 
resolution Sf on the HEAR resonance position accuracy. 
Let us assume a targeted operation frequency of about 
4 GHz and a mode spacing of about 10 MHz as justified 
later. The overtone number would be A^ = 400. Assum¬ 
ing that the piezoelectric layer acts as an acoustic energy 
pump and that the mode frequency is governed by the 
substrate, the uncertainty Stg on the substrate thickness 
ts is given by: 


Sts 


N X Cs 

2 ^ 


xSf 


with Cs — 10^ m/s the acoustic wave velocity in the sub¬ 
strate. We calculate that reaching a frequency uncer¬ 
tainty Sf below 20 kHz requires a control of the substrate 
thickness such as Sts cs 2.5 nm, that is not achievable 
with our technology. 

Therefore we decided to adopt a two-step tuning strat¬ 
egy of the HBAR-based oscillator to ensure the output 
signal to be resonant with Cs atoms. A first coarse fre¬ 
quency tuning is reached by exploiting the frequency- 
temperature dependence of the HEAR. A second fine 
frequency tuning over a few tens of kHz is achieved by 
tuning the bias point of a voltage controlled phase shifter 
(VCPS) in the oscillator loop (see section Hill) . The latter 
tuning capability must be used cautiously since the multi- 
mode nature of the resonator induces frequency jumps if 
the VCPS bias point is changed so that an adjacent mode 
is favored. 

Figured] (a) displays for a wide span of 4 GHz the mea¬ 
sured S 21 parameter (magnitude in dB) of the HBAR- 
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FIG. 2. (a): S 21 parameter (magnitude) of the HEAR res¬ 

onator over a large span of 4 GHz. The inset shows a zoom 
from 2.05 to 2.55 GHz. In the inset, the blue line (a) plots 
the transfer function of the SAW filter used to select a re¬ 
duced number of acoustic modes. The other curve shows the 
response of the HEAR, (b): Selected resonance mode of the 
HEAR resonator at about 2.298 GHz. The HEAR tempera¬ 
ture is here 55°C. The Q-factor is measured to be 24 200. 


resonator. The multi-modal structure of the HEAR is 
clearly shown. Zooming in the 2.298 GHz region, modes 
that can be used for the present Cs vapor cell atomic 
clock application are highlighted. A lOO-MHz wide 
bandpass surface acoustic wave (SAW) filter (Golledge 
TA0700A) of central frequency 2.25 GHz is used for pri¬ 
mary modal selection. In the filter bandwidth, about ten 
modes of the resonator response are selected and can be 
used for oscillation. Figure [5] (b) shows the spectrum 
(S 21 parameter, magnitude in dB) of the mode selected 
for the oscillator loop. Resonance and anti-resonance are 
well observed. Due to the double-port configuration, the 
resonance mode is found to be split into two neighbour 
distinct modes. For a resonator temperature of 55°C, 
insertion losses are measured to be about 17 dB. The 
resonance quality-factor Q, defined as Q = -^ where z/q 
is the resonance frequency and Az/ the 3-dB bandwidth, 
is measured to be 24 200. 

Figure |3| shows the evolution of the HEAR frequency 
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FIG. 3. HEAR frequency (filled squares, left axis) and loaded 
Q-factor (filled circles, right axis) versus the resonator tem¬ 
perature. Frequency measurement data are fitted by a linear 
function (solid line) with a slope of —53.3 kHz/°C. 


and Q-factor versus the resonator temperature in the 30 
— 80°C range. The temperature coefficient of frequency 
(TCF) of the resonator is measured to be —23.1 ppm/°C, 
i. e —53.3 kHz/°C. We measured that the resonator Q- 
factor does not change significantly in this temperature 
range. 

The temperature sensitivity of —53.3 kHz/°C helps to 
define here the substrate thickness. Considering that 
we wish to keep the resonator below a temperature of 
220°C, the temperature span from room temperature to 
the maximum operating temperature is about 200 °C. 
Thus, the tuning capability of the frequency of each mode 
is 10.66 MHz, and defines the mode spacing. In our 
case, the mode spacing defined by a sapphire substrate of 
thickness ts = 530 propagating a wave at a velocity 
Cs =11 000 m/s^ is Csltsf2 = 10 MHz. Consequently, 
the HEAR is always able to bring one of its mode at 
2.298 GHz, quarter of the Cs microwave transition. 


III. THE HBAR-OSCILLATOR 

Figure m shows the oscillator loop constructed around 
the two-port HEAR resonator. The resonator is sta¬ 
bilized at 68°C with a high-precision temperature con¬ 
troller described in2^. At this temperature, insertions 
losses of the resonator are about 17 dB and the Q-factor 
is 24 200. 

Two sustaining amplifiers (Mini-circuits ZX60-3011-I- 
and ZX60-3018G-S-I-), with a total gain of 30 dB, are 
used to compensate losses of the circuit after select¬ 
ing the 10 modes around 2.25 GHz with the Golledge 
TA0700A bandpass filter. A phase shifter is implemented 
to tune the correct phase needed to meet the Barkhausen 
condition required for oscillation. A voltage controlled 
phase shifter (VGPS) (Minicircuits JSPHS2484) is im¬ 



FIG. 4. Architecture of the HBAR-based 2.298 GHz os¬ 
cillator loop and frequency multiplication chain to gener¬ 
ate an output 4.596 GHz signal. Amps 1, 2, 3 and 4 are 
microwave amplifiers. EPFs are band-pass filters. VGPS: 
voltage-controlled phase shifter, phase: variable phase shifter, 
coupL: coupler, x 2: frequency doubler. References of the 
components are given in the text. 

plemented in the loop. This VGPS is used for fine tuning 
of the oscillator loop phase and consequently of the local 
oscillator output frequency. Figure [5] exhibits the S 21 pa¬ 
rameter (magnitude in dB and phase) versus the control 
bias voltage. The VGPS is operated around a bias voltage 
set point that allows to obtain a high voltage-to-phase (in 
°/V) dependence. Simultaneously, it should be preferred 
to operate the VGPS at a bias voltage where insertion 
losses of the VGPS are small to sustain oscillation and 
where the induced residual amplitude modulation is re¬ 
duced. In our experiment, the chosen set point was close 
to 6 V. Around this value, the tuning voltage-frequency 
sensitivity was measured to be 8 kHz/V. 



FIG. 5. Response (S 21 parameter) of the VGPS versus the 
control bias voltage. Filled squares, left axis: magnitude in 
dB. Filled circles, right axis: phase (°). 

The useful 2.298 GHz output signal of the HBAR- 
based oscillator loop is extracted using a microwave cou¬ 
pler (Mini-circuits MG ZABDG20-252-S+). This signal 








































5 


is then amplified with a microwave amplifier (Minicircuits 
ZX60-8008E-S+) and frequency-multiplied to 4.596 GHz 
with a low noise frequency doubler (Mini-circuits ZX90- 
2-36S-I-). The 4.596 GHz signal is bandpass-filtered with 
a 50-MHz bandwidth bandpass filter and amplified again 
to a power up to 10 dBm with an amplifier (Minicir¬ 
cuits ZX60-8000E-S-I-). A variable attenuator is used at 
the output to adjust the microwave power that drives 
the VCSEL laser. Figure | 6 ] shows the spectrum of the 
4.596 GHz output signal measured with a spectrum an¬ 
alyzer. 



FIG. 6. Output spectrum of the 4.596 GHz signal over a 
10 MHz span measured with a microwave spectrum analyzer. 
RBW, VBW: 30 kHz. 

Figure [7] shows the absolute phase noise of the 
HBAR-based oscillator 2.298 GHz signal and the out¬ 
put 4.596 GHz signal respectively. For comparison, these 
phase noise performances are compared to those of a low- 
power consumption (12 mW) 4.596 GHz frequency syn¬ 
thesizer ASIG developed inii for MAC applications, and 
to those of a low power 4.596 GHz frequency synthe¬ 
sizer developed in^. Also, phase noise performances of a 
state-of-the-art 100 MHz oven-controlled quartz-crystal 
oscillator (Pascall OCXOF-E-100) ideally reported to 
4.596 GHz are given^l. The phase noise spectrum of 
the free-running 2.298 GHz signal is given in dBrad^/Hz 
by the power law S^{f) = ''^i^h 6 o = —165, 

6 _i = —102, 5_3 = —20 and 6_4 = — 6 . Intersection 
between the f~^ and the f~^ slopes at 10 - 20 kHz 
does not fit correctly with the expected Leeson frequency 
/l = t'o/SQi 47 kHa2^, with Ql the HBAR loaded 
Q-factor and vq the HBAR frequency. We suspect that 
the expected Leeson frequency value is hidden by a non- 
negligible contribution of the LO amplitude noise in the 
10 kHz - 1 MHz region^^. Due to the multiplication 
factor by 2, the absolute phase noise of the 4.596 GHz 
is found to be 6 dB higher, except for the phase noise 
floor that is limited by the residual noise of the by -2 
multiplication chain to —157 dBrad^/Hz. The phase 
noise of the 4.596 GHz signal is measured at the level 


of —105 dBrad^/Hz for an offset frequency / = 1 kHz. 
Compared to the 4.596 GHz synthesizer ASIC developed 
inii, phase noise performances of the present HBAR- 
based source are 26 dB and 67 dB better for / = 1 kHz 
and / = 100 kHz respectively. Compared to the 100- 
MHz OCXO-based synthesizer, phase noise performances 
of the HBAR-based source are found to be 25 dB worse 
for / = 1 kHz and 5 dB better for / = 1 MHz respec¬ 
tively. This demonstrates the high potential of HBARs 
for the development of ultra-low phase noise microwave 
sources, with high potential for low power consumption 
and miniaturization. 



f(Hz) 


FIG. 7. Absolute phase noise performances, (a): HBAR- 
based oscillator 2.298 GHz signal, (b): HBAR-based syn¬ 
thesizer output 4.596 GHz signal, (c): 4.596 GHz synthe¬ 
sizer ASIC developed ir>li, (d): 4.596 GHz synthesizer used 
in the commercially-available CSAC SA-45 from Microsemi, 
(e): state-of-the-art 100 MHz OCXO ideally reported to 
4.596 GHa^. Solid lines at 2.298 GHz are used to extract 
bi coefficients of the phase noise spectrum power-law such as 

5^(/) = E'J‘o&«r. 

For information, according to Eq. dB), using the 
present HBAR-based frequency source and assuming 
/m = 1 kHz, the Dick effect contribution to the clock 
fractional frequency stability cTy,^o (t = 1 s) is rejected 
at the level of 4.3 x 10“^^. This remarkable value is 
below the ultimate atomic clock quantum noise limit for 
microcell-based miniature GPT atomic clocks^l. 


IV. CRT ATOMIC CLOCK EXPERIMENT 
A. Description 

In a Cs GPT MAG, Gs atoms confined in a miniature 
vapor cell interact in a so-called lambda-scheme with a 
resonant bi-chromatic optical field generated by a laser 
system. When the frequency difference between both op¬ 
tical lines exactly equals the atomic ground state hyper- 
fine splitting, atoms are trapped through a destructive 
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quantum interference process into a coherent superposi¬ 
tion of two long-lived ground state hyperfine levels. In 
this dark state, atoms are under ideal conditions fully 
decoupled from the excited state, resulting in an increase 
of the atomic vapor transparency. The resulting CPT 
resonance, whose linewidth is ultimately limited by the 
atom-light interaction time, can be used as a narrow fre¬ 
quency discriminator for the development of an atomic 
clock. 



FIG. 8. Experimental setup of the CPT clock. A physics 
package contains the VCSEL laser, optics to shape and po¬ 
larize the laser beam, a Cs-Ne microcell where CPT interac¬ 
tion takes place and a photodiode to detect the transmitted 
light through the cell. The VCSEL laser is modulated with a 
4.596 GHz from the local oscillator. A bias-tee is used to drive 
the laser both with a DC current (Idc) and the 4.596 GHz 
signal for modulation and optical sidebands generation. The 
output signal from the photodiode is used in two servo loops: 
laser frequency stabilization and local oscillator frequency sta¬ 
bilization. The local oscillator frequency is locked to the 
atomic transition frequency by correcting the VCPS bias volt¬ 
age. The output 4.596 GHz from the HBAR-based frequency 
source is mixed with the 4.596 GHz signal from a reference 
microwave synthesizer (RS SMBIOOA) driven by a hydrogen 
maser. The 190 kHz beatnote is filtered and counted with a 
frequency counter. A PC, not shown here, allows to compute 
and evaluate Allan deviation from the counter data. CL: col- 
limation lens, NDE: neutral density filter, A/4: quarter-wave 
plate. 


Figure [5] presents the Cs CPT clock experimental set¬ 
up. The laser source is a 25 MHz-linewidth custom- 
designed VCSEL tuned at 894.6 nm on the Cs Di 
lin o^^i^^ . The laser injection current is directly modu¬ 
lated at 4.596 GHz by a local oscillator to generate two 
phase-coherent hrst-order optical sidebands frequency- 


split by 9.192 GHz for CPT interaction. Two dif¬ 
ferent microwave sources were tested for comparison. 
The first source is the HBAR-based frequency source 
described in this article. The second source is a 
commercially-available microwave frequency synthesizer 
(Rohde-Schwarz RS SMBIOOA) driven by a high-stability 
10 MHz quartz oscillator. The output laser beam is col¬ 
limated with a collimation lens to reach a beam diameter 
of 2 mm, attenuated in power with a neutral density filter 
to a total laser power of about 30 and circularly po¬ 
larized thanks to a quarter-wave plate. The bi-chromatic 
optical field interacts with Cs atoms confined in a micro- 
fabricated vapor cell whose architecture is described in^S. 
A Ne buffer gas with total pressure of about 113 Torr 
(at 84° C) is used to increase the time for Cs atoms to 
reach the cell walls. In this so-called Dicke regime^, 
the Doppler effect is canceled and a narrow microwave 
CPT clock resonance of a few kHz can be detected. The 
presence of Ne buffer gas shifts the Cs atom clock fre¬ 
quency by about -1-78 kHz (referred to the unperturbed 
Cs atom frequency = 9.192 631 770 GHz). In the optical 
domain, the presence of buffer gas causes a broadening of 
optical transitions of about 10.85 MHz/Torr— . The mi¬ 
crocell temperature is stabilized to within 1 m°C around 
84°C where the CPT signal height is maximized. The 
Cs-Ne cell is surrounded by a solenoid applying a static 
magnetic field of 10 fiT in order to raise the Zeeman 
degeneracy and to isolate the hyperfine clock transition 
\F = 3,mF = 0) |F = A,mF = 0). The ensemble is 
inserted into a cylindrical mu-metal magnetic shield in 
order to prevent magnetic perturbations from the envi¬ 
ronment. The laser power transmitted through the cell is 
detected by a photodiode. The output signal of the pho¬ 
todiode is used in two main servo loops. The first servo 
loop aims to stabilize the laser frequency on the posi¬ 
tion of maximum optical absorption. For this purpose, 
the laser DC current is modulated (modulation frequency 
FM of 49 kHz) and the signal at the output of the pho¬ 
todiode is synchronously demodulated with the lockin- 
amplifier LAI that generates a zero-crossing error signal. 
The latter is processed in a PI controller and used to 
correct with a bandwidth of a few kHz the laser current 
for stabilization of the laser frequency. The second servo 
loop is used to stabilize the local oscillator frequency onto 
the CPT clock resonance. Using the HBAR-based fre¬ 
quency source, the experimental procedure is as follows. 
First, the HBAR temperature is adjusted to about 68°C 
to tune roughly the local oscillator frequency to the clock 
frequency. Secondly, the bias voltage of the VCPS is 
slowly swept with a ramp voltage to scan and detect the 
CPT resonance. Once the CPT resonance is detected, 
the bias voltage of the VCPS is sinusoidally modulated 
(FM = 932 Hz and modulation depth of 2.5 kHz) to mod¬ 
ulate the LO frequency and the signal at the output of 
the photodiode is synchronously demodulated with the 
lockin-amplifier LA2. The zero-crossing error signal at 
the output of the lockin amplifier LA2 is processed in a 
PI controller and fed back to the VCPS bias voltage to 
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stabilize the HBAR-source frequency to the CPT clock 
frequency. 

The fractional frequency stability of the HBAR-based 
4.596 GHz local oscillator is measured by beating it us¬ 
ing a microwave mixer with the 4.596 GHz signal gen¬ 
erated by a commercial microwave frequency synthesizer 
(Rohde-Schwarz RS SMBIOOA). The latter is driven by 
a reference hydrogen maser available in the laboratory. 
The 190 kHz beatnote is filtered using a 1.9 MHz low- 
pass filter, amplified with a low noise DC amplifier and 
counted by a frequency counter (HP53132A) referenced 
to the hydrogen maser. When using the 4.596 GHz RS 
SMBIOOA synthesizer as local oscillator of the clock, the 
correction signal is fed back to the 10 MHz quartz os¬ 
cillator pilot. The output 10 MHz signal, locked to the 
atomic signal, is compared with a 10.190 MHz signal com¬ 
ing from a second commercial synthesizer driven by the 
hydrogen maser. 


B. Experimental results 

Figure [5] shows optical absorption lines detected at 
the output of the Cs-Ne cell by scanning the laser fre¬ 
quency. The laser frequency is modulated at 4.596 GHz 
by the local oscillator with a power of -1-3 dBm. Ab¬ 
sorption lines detected with the HBAR-based frequency 
source (curve (a)) or the SMBIOOA frequency synthesizer 
(curve (b)) are compared. When the 4.596 GHz signal 
is not applied, only both absorption doublets separated 
by 9.192 GHz (noted A and B on Fig. 0 of the Gs 
Di line hyperfine structure are visible. Each absorption 
doublet is composed of two absorption peaks separated 
by 1.16 GHz (frequency separation between both energy 
levels of the Gs Di line excited state) that here are not 
well-resolved because of the buffer-gas induced optical 
broadening effect. When the 4.596 GHz modulation sig¬ 
nal is applied, optical sidebands are generated and the 
effect of the 4.596 GHz modulation is clearly visible. In 
this case, both initial absorption doublets combine into 
a central doublet with amplitude that increases with in¬ 
creased microwave power. At the end, the microwave 
power is fixed at -1-3 dBm where the CPT signal is maxi¬ 
mized. Similar absorption spectra are obtained with the 
HBAR-based frequency source or the high-performance 
commercial microwave synthesizer for same microwave 
power. 

Figure [in] displays the CPT clock signal detected at 
the direct output of the lockin amplifier LA2 when the 
HBAR-based source frequency is slowly scanned around 
4.596 354 GHz. We extract from this figure that the CPT 
resonance linewidth Aij at 9.192 GHz is about 7 kHz. 
The frequency discriminator slope at the output of the 
lockin-amplifier is 8.2 x 10“® V/Hz. 

FiguresfTTKal and (b) show respectively the local oscil¬ 
lator frequency versus time and corresponding Allan de¬ 
viation versus the averaging time t. Different configura¬ 
tions were tested: free-running HBAR-based local oscilla- 



FIG. 9. Optical absorption lines detected by scanning the 
laser frequency. The VCSEL laser is modulated at 4.596 GHz. 
(a): with the HBAR-based frequency source, (b); with the 
laboratory-prototype microwave synthesizer (RS SMBIOOA). 



FIG. 10. GPT resonance (output of the lockin amplifier LA2) 
detected in the Cs-Ne microcell using the 4.596 GHz HBAR- 
based local oscillator. 

tor without temperature control of the HBAR resonator 
(a), free-running HBAR-based local oscillator with tem¬ 
perature control of the HBAR resonator (b), HBAR- 
based local oscillator with HBAR temperature control 
and locked to the atoms (c), SMBIOOA synthesizer-based 
local oscillator locked to the atomic transition (d). With¬ 
out HBAR temperature stabilization, the fractional fre¬ 
quency stability of the free-running HBAR-based source 
is measured to be 1.4 x 10“^ r, that corresponds to a 
typical variation of the oscillator frequency of 643 Hz/s. 
With HBAR temperature control, the Allan deviation 
of the free-running HBAR-based source is improved at 
the level of 1.8 x 10“® at 1 s and 3.7 x 10“® at 100 s, 
demonstrating an improvement factor of about 670 at 
T = 100 s compared to the non-temperature-stabilized 
regime. When locked to the atomic transition frequency, 
the HBAR-source exhibits a fractional frequency stability 
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of 6.6 X 10“^^ up to 5 s, limited by the signal-to- 

noise ratio of the CPT signal. This measured short-term 
frequency stability, better than those reported i n^^i^^ , is 
for T up to 100 s well below the typical short-term stabil¬ 
ity specification of 6 x 10“^*^ required in miniature 

atomic clocks. After 5 s, the clock frequency stability was 
found to be limited by laser power effects. At 100 s, the 
stabilization of the HBAR-oscillator to the atomic tran¬ 
sition frequency allows to improve further its frequency 
stability by about 600 to reach the level of 6.8 x 10“^^. 
For comparison, a frequency stability test was performed 
by using as local oscillator a laboratory-prototype mi¬ 
crowave synthesizer (RS SMBIOOA) driven by a 10 MBz 
quartz oscillator. It is observed in this case that the 
short-term fractional frequency stability of the clock is 
recorded at the level of 5 x 10“^^ up 5 s. Nev¬ 

ertheless, the observed difference between the two sta¬ 
bility curves (BBAR-based source and laboratory-type 
synthesizer) are within the measurement errors and can 
be attributed to different loop settings. These results 
show that the performance of the BBAR-based oscillator 
is well suited for realizing miniature atomic clocks with 
excellent frequency stabilities. 


V. DISCUSSIONS 

The work presented in this article is an original ap¬ 
proach for the development of BBAR-sources dedicated 
to be used as local oscillators in MACs. Initially, tuning 
finely the output frequency of a BEAR resonator is not 
obvious due to the difficulty to control accurately thick¬ 
nesses of materials during the fabrication process. Ad¬ 
ditionally, BBARs currently exhibit a high temperature 
coefficient of frequency of 10 to 20 ppm/°C. Techniques 
to reduce the BEAR temperature sensitivity existi^ but 
often at the expense of a degradation of the Q-factor and 
supplemental technological steps bringing increased com¬ 
plexity. Eventually, an inherent characteristic of BEAR 
is their multi-mode spectrum that complicates their use 
in an oscillator and forces one to filter the response to 
select a single resonance. In this article, we tried to con¬ 
vert these drawbacks into strong key points to adapt the 
BEAR to MAC applications. The high-temperature sen¬ 
sitivity is an advantage for coarse tuning of the BEAR 
frequency and hence compensate for unreachable thick¬ 
ness resolutions for reaching the Cs transition frequency. 
Moreover, the fine tuning of the BEAR oscillator fre¬ 
quency with a voltage-controlled phase shifter in the loop 
prevents the use of a high-power consuming direct digi¬ 
tal synthesizer. In our system, the voltage-to-frequency 
tuning with the VCPS was about 8 kBz/V. Then, a sup¬ 
ply voltage with a resolution of 1 /rV allows a satisfying 
frequency resolution of 8 mBz. 

While no integration and packaging efforts were done 
in this work, related activities demonstrate that this 
strategy is compatible with low volume and low power 
consumption requirements for MAC applications. In 



(a) 



(b) 


FIG. 11. Local oscillator frequency versus time (a) and cor¬ 
responding Allan deviation (b). Different configurations were 
tested, (a): Free-running BBAR-based source without HEAR 
temperature control, (b): Free-running BBAR-based source 
with BEAR temperature control, (c): BBAR-based source 
with BEAR temperature control and locked to the atomic 
transition frequency, (d): laboratory-prototype microwave 
synthesizer (RS SMBIOOA) source locked to the atomic tran¬ 
sition frequency. The BEAR is stabilized at 68°C. The Cs-Ne 
microcell temperature is 84° C. The total laser power incident 
in the cell is 30 /rW. The dotted line, with a slope of 6 x 10“^° 
shows typical short-term frequency stability specifica¬ 
tions of MACs. The dashed line, with a slope of 6.6 x 10“^^ 
is a fit for short integration times to the Allan deviation 
obtained with the BBAR-based local oscillator. 


terms of compacity, the dimensions of the BEAR are 
driven by the electrode area and the total material stack 
thickness. The acoustic energy confinement in the sub¬ 
strate requires electrodes dimensions “very” large with 
respect to the acoustic wavelength. Operating above 
2 GBz induces wavelengths lower than 6 ^m and a 
1x1 mm large BEAR transducer meets the acoustic 
energy confinement conditions. Bence, BEAR meets 
clearly the compact resonator requirement. The dimen¬ 
sions of the oscillator circuit have not been considered 
in this investigation but have been demonstrated at the 
integrated chip level in the literature^. 

The power consumption of the BBAR-local oscillator is 
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mainly driven by the microwave sustaining amplifier and 
the resonator thermal control. The power consumption of 
the VCPS (capacitive load polarized with a DC voltage) 
is negligible. In our system, the main contribution to the 
consumption budget is the HEAR temperature control 
circuit with over 900 mW needed to heat the packaged 
HEAR. Such a power consumption is not acceptable for 
embedded applications. The best way to reduce such a 
large current would be to confine the heating to the bare 
resonator rather than the whole packaged device. Ideally, 
the temperature set point of the EBAR should be fixed 
at about 85 ~ 90° C to support a MAC operation typi¬ 
cal temperature range of —20 to -|-80°C without using 
a high-power consuming Peltier element. MEMS metal 
oxide gas sensors, which require operating temperatures 
several hundreds of Celsius degrees above room temper¬ 
ature, have met this challenge by fitting the sensing el¬ 
ement to heat insulating hinges, patterning the sensing 
element with the heating coil, and confining the heating 
to the part of interest, in our case the volume in which 
the acoustic energy is stored, reaching sub-100 mW con¬ 
sumption to reach 300°C for 1000 /iin^ large devices^. 
We think that the power consumption of a EBAR oscil¬ 
lator for MAC applications could be reduced at a maxi¬ 
mum of 10-20 mW. Nevertheless, a question remains. In 
standard MACs, the output useful signal frequency for 
end-users is 10 MEz. In a potential EBAR-based oscil¬ 
lator Cs vapor cell MAC, the LO is frequency-stabilized 
at 4.596 GEz. This microwave frequency is not well- 
adapted for standard widespread applications. This issue 
would impose to use a frequency divider to downconvert 
the 4.596 GEz signal to about 100 or 10 MEz, adding 
a power consumption of 10-20 mW if dedicated compo¬ 
nents are used2&“— . 


We demonstrated that EBAR oscillators exhibit ultra- 
low phase noise performances. Eence, it is interesting 
to note that MACs using EBAR-based oscillators could 
allow the development of time-frequency references com¬ 
bining in a single device excellent phase noise and long¬ 
term frequency stability properties, opening potentially 
the MAC technology to a wider spectrum of applications. 
Up to date, the short-term fractional frequency stability 
of MACs is mainly limited by the laser FM noise and not 
by the LO intermodulation effect. Thus, to date, improv¬ 
ing the LO noise with EBAR-based oscillators should 
not improve the clock short-term stability. However, we 
demonstrated that the use of a HBAR-LO rejects the 
Dick effect contribution to a level close to the clock shot 
noise limit. This aspect could be of great interest in 
the future if new-generation high-performance MACs us¬ 
ing miniature low-consumption lasers with ultra-narrow 
spectral linewidth^ and reduced AM noise were devel¬ 
oped. 


VI. CONCLUSIONS 

We reported the design strategy and the use of a 
double-port AIN/Sapphire 2.298 GHz HBAR-oscillator- 
based 4.596 GHz frequency synthesizer devoted to be 
used as a local oscillator in a Cs vapor cell CPT- 
based atomic clock. Dedicated techniques, exploiting 
the EBAR temperature sensitivity for coarse frequency 
tuning and the use of a VCPS in the oscillator loop, 
were proposed to ensure the HBAR-oscillator frequency 
to be resonant with the half of Cs atom clock frequency 
(4.596 GHz). The HEAR presents a Q-factor of about 
24000 and a temperature sensitivity of —23 ppm/°C. 
The 4.596 GHz output signal exhibits exceptional phase 
noise performances of —105 dBrad^/Hz at 1 kHz offset 
frequency, rejecting the intermodulation effect contribu¬ 
tion to the clock short-term fractional frequency stabil¬ 
ity at the level of 4.3 x 10“^^, a value comparable to the 
clock quantum noise limit. A Cs microcell-based CPT 
clock was tested using the HBAR-source, demonstrat¬ 
ing a clock short-term frequency stability of 6.6 x 10“^^, 
limited by the CPT resonance signal-to-noise ratio and 
not by the LO phase noise. Discussions were reported 
to evaluate the potential of this technology to be imple¬ 
mented in low-volume and low power consumption minia¬ 
ture atomic clocks. 
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